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Abstract
Background
Electroencephalography (EEG) can capture the cortical response evoked by transcranial
magnetic stimulation (TMS). The TMS pulse provokes a large artefact, which obscures the
cortical response in the first milliseconds after TMS. Removing this artefact remains a
challenge.
Methods
We delivered monophasic and biphasic TMS to a melon as head phantom and to four
healthy participants and recorded the pulse artefact at 5 kHz with a TMS-compatible EEG
system. Pulse delivery was either synchronized or non-synchronized to the clock of the
EEG recording system. The effects of synchronization were tested at 10 and 20 kHz using
the head phantom. We also tested the effect of a soft sheet placed between the stimulation
coil and recording electrodes in both human and melon.
Results & conclusion
Synchronizing TMS and data acquisition markedly reduced trial-to-trial variability of the
pulse artefact in recordings from the phantom or from the scalp. Reduced trial-to-trial vari-
ability was also observed at high sampling frequencies. The use of a soft sheet reduced the
variability in recordings on the head phantom, but not in human participants. Effective reduc-
tion of the trial-to-trial variability renders it possible to create an artefact template for off-line
filtering. Template-based subtraction of the artefact from the EEG signals is a prerequisite
to effectively recover the immediate physiological response in the stimulated cortex and
inter-connected areas.
PLOS ONE | https://doi.org/10.1371/journal.pone.0185154 September 21, 2017 1 / 10
a1111111111
a1111111111
a1111111111
a1111111111
a1111111111
OPENACCESS
Citation: Tomasevic L, Takemi M, Siebner HR
(2017) Synchronizing the transcranial magnetic
pulse with electroencephalographic recordings
effectively reduces inter-trial variability of the pulse
artefact. PLoS ONE 12(9): e0185154. https://doi.
org/10.1371/journal.pone.0185154
Editor: Robert Chen, University of Toronto,
CANADA
Received: April 6, 2017
Accepted: September 7, 2017
Published: September 21, 2017
Copyright: © 2017 Tomasevic et al. This is an open
access article distributed under the terms of the
Creative Commons Attribution License, which
permits unrestricted use, distribution, and
reproduction in any medium, provided the original
author and source are credited.
Data Availability Statement: All relevant data are
within the paper and its Supporting Information
files.
Funding: This work was supported by the Novo
Nordisk Foundation Interdisciplinary Synergy
Program 2014 [“Biophysically adjusted state-
informed cortex stimulation (BASICS);
NNF14OC0011413]. M.T. was supported by
Grants-in-Aid for JSPS research fellows
(#16J02485). The funders had no role in study
Introduction
Measuring electroencephalographic (EEG) responses to transcranial magnetic stimulation
(TMS) provides unique possibilities to study the physiological response of the human cortex
in-vivo. This is particularly relevant for cortical areas that do not provide other measurable
responses to TMS, such as the motor evoked potential in the motor cortex or the perception of
phosphenes in the visual cortex [1,2]. However, cortical physiological responses to TMS are
covered by stimulation-induced artefacts in the EEG signals, which can be of physiological and
instrumental origin [3]. The artefact that affects the EEG signal the most is caused by the TMS
pulse, provoking a strong electric perturbation of the recorded signals [4]. The standard proce-
dure to clean this artefact is to remove the EEG interval during which the artefact is present
and to interpolate the missing trace [5]. This procedure leads to a definitive loss of the signals
in the period of the pulse artefact, rejecting the very early physiological cortical response 5–6
ms after the TMS pulse.
Alternatively, one may recover the physiological cortical response in the first few millisec-
onds following the TMS pulse by reducing the pulse artefact. This can be achieved by reducing
its variability and creating a reliable artefact template. The template can be applied for pattern-
matched off-line filtering, which has been successfully used to unveil the cortical activity when
combining EEG and functional MRI. This artefact cleaning method subtracts a template of the
magnetic field gradient from the noisy EEG signals of which the amplitude is comparable to
the TMS pulse artefact [4,6]. The present study was, therefore, designed to identify the proper
experimental setting to reduce the variability of the TMS pulse artefact in signals recorded by
the EEG system. First, we tested the impact of the synchronization between the TMS pulse
delivery and the signal acquisition clock of the EEG system on the artefact variability. The
temporal dynamics of the TMS pulse contains much higher frequency components than the
standard EEG sampling frequency [4]. Thus, the shape of subsequent artefacts will vary con-
siderably between trials due to temporal aliasing, if the stimulus is randomly delivered within a
sampling interval of the recording system [7]. Second, we examined whether placing a soft
sheet between the TMS coil and the EEG electrodes could further decrease the variability of
the pulse artefact.
Methods
We performed our experiments on a head phantom as well as in four human volunteers. We
used a melon (Cucumis melo) as head phantom to avoid any physiological confounds on the
variation of the artefacts (Fig 1, right bottom). The same procedure has been already used for
the same purpose, because Cucumis melo has similar dielectric properties to the human skin
[8,9,10]. In addition, four healthy participants without history of neurological injury or disease
or any other contraindication to TMS [11] were enrolled. All the participants gave their writ-
ten consent to participate in the study. Experimental procedures in human volunteers had
been approved by the Ethics Committee of the Capital Region of Denmark (H15008824).
For each condition, 100 magnetic stimuli were generated using a MagPro R100 stimulator
and delivered at 60% of the maximal stimulator output through a MC-B70 figure-of-eight coil
(MagVenture, Farum, Denmark) with 1.5±0.9 s inter-stimulus interval. The coil was placed
over the central electrode in both phantom and human experiments. Nine EEG Ag/AgCl elec-
trodes were placed in a 3×3 grid with 3 cm distance between the electrodes on the head phan-
tom. In human participants, a M10 equidistant electrode cap with 63 TMS compatible Ag/
AgCl electrodes was used (EasyCap GmbH, Herrsching, Germany). The impedances were
monitored throughout the experiment with the optimal range being set <5 kO. Data were
acquired with a NeurOne Tesla EEG amplifier (Mega Electronics, Kuopio, Finland) at 5 kHz
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sampling rate with 1250 Hz low-pass filter and DC filter. The operating range was ±430 mV
and sensitivity was 51 nV/bit.
We tested the variability of the magnetic pulse artefact using monophasic and biphasic
stimulation in three conditions. In the first condition, the pulse delivery was not coupled with
the clock of the EEG system (i.e., non-synchronized condition). In the second condition, the
delivery of the TMS pulse was synchronized to the EEG signal acquisition clock (i.e., synchro-
nized condition); the experimental set-up is shown in Fig 1. In the third condition, the pulse
was synchronized to the clock and we placed a soft silicone rubber sheet (1.5 mm thickness;
Fig 1, lower panel) between the stimulation coil and the EEG electrodes (i.e., synchronized
with sheet condition). The synchronization was achieved by sending the trigger to the EEG
system, which then waited for the next EEG sample before sending the trigger to the stimulator
(Fig 1, upper panel). This option is not only available in the EEG system employed in this
study but also implemented in other commercial EEG systems, for instance the SyncBox made
for Brain Products EEG systems. In addition, the synchronized and non-synchronized condi-
tions were tested at different sampling rates (5, 10 and 20 kHz) on the head phantom with a
low-pass filter of 1250, 1500 and 5000 Hz respectively. This is to test whether synchronization
shows a decrease in the artefact variability also at higher sampling rates, where differences in
the temporal distance between the EEG sample and the magnetic pulse across trials, which
provokes the variability of the artefact, are smaller.
Data analyses involved trials time-locked to the pulse artefact for each channel and condi-
tion. The variability of the pulse artefact was evaluated by subtracting the average of the trials
from single trial values and normalizing the result with the maximum peak-to-peak amplitude
of the average. From the obtained values, those corresponding to the time point with maximal
variance among trials were extracted for statistical analysis. It should be noted that the time
point was different across channels and conditions. To assess differences of the artefact vari-
ability between conditions, we performed analysis of variance with aligned rank transform
(ART-ANOVA) [12] in two datasets. One consisted of data acquired in the non-synchronized
and synchronized conditions without sheet, and the other consisted of data acquired with and
without sheet while TMS and EEG systems were synchronized. For the phantom data, we
Fig 1. Experimental framework. Upper panel: The schematic representations of two arrangements: non-
synchronized (left) and synchronized (right). In the synchronized version the EEG system is controlling the
timing of the stimulation by linking it to the timing of the EEG sampling occurrence. Lower panel: The three
photos on the left side show the used auto-adhesive soft silicone rubber sheet and how the sheet was
attached to the lower coil surface. The photo on the right side shows the arrangement of the electrodes on the
melon.
https://doi.org/10.1371/journal.pone.0185154.g001
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performed ART-ANOVA with factors of channel positions (ch1−9), sampling rates (5, 10,
20 kHz), and conditions (synchronized or non-synchronized) on the first dataset and with fac-
tors of channel positions and conditions (with or without a sheet) on the second dataset. For
human data, we performed ART-ANOVA with factors of channel positions (ch1−63) and con-
ditions on both datasets. Statistical tests on data obtained from humans were separately per-
formed in each individual to stress the reproducibility of the procedure. If the ANOVA yielded
a significant p value, post-hoc pairwise comparisons were performed using Wilcoxon rank-
sum test with Bonferroni-Holm correction. The type I error was set to 5%.
Results
Phantom: Effects of the synchronization and the sampling rate on the
artefact variability
The effect of the synchronization markedly reduced inter-trial variability of the artefact caused
by the monophasic and biphasic pulse. The reduction in variability was prominent across all 9
channels (Fig 2 right, between blue and green). The ART-ANOVA performed on the phantom
data in non-synchronized and synchronized conditions revealed significant main effects of the
factors conditions (biphasic: F1,5346 = 6552, p<0.001; monophasic: F1,5346 = 5922, p<0.001),
channel positions (biphasic: F8,5346 = 2.56, p = 0.009; monophasic: F8,5346 = 21.4, p<0.001),
and sampling rates (biphasic: F2,5346 = 184, p<0.001; monophasic: F2,5346 = 114, p<0.001).
Moreover, a significant interaction among the synchronization, channel positions, and sam-
pling rates was found (biphasic: F16,5346 = 9.94, p<0.001; monophasic: F16,5346 = 6.51, p<
0.001). Post-hoc comparisons revealed that the variability of the pulse artefact was larger for
the non-synchronized than the synchronized conditions regardless of the channel locations
and the sampling rates (p<0.001). In the non-synchronized condition the artefact variability
Fig 2. Electrodes’ placement and estimation of variability in the head phantom. Left panel: The grid of
the electrodes as they have been placed on the head phantom. The centre of the magnetic coil was located
over the electrode number 5. Inter-electrode distance was 3 cm. The locations of the reference and the
ground electrodes were shown as R and G, respectively. Right panel: Distribution of the variability of the pulse
artefacts for each channel. Index of the variability is absolute difference between the amplitude at each trial
and the averaged amplitude over all trials. The number shown at the left bottom of each box represents the
electrode number. The left side of each box represents the results of the biphasic pulse and the right side
(shaded by grey colour) represents the monophasic pulse results. The full line in the plots is the median. The
dashed lines are the 25 and 75 percentiles.
https://doi.org/10.1371/journal.pone.0185154.g002
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was smaller for the 20 kHz sampling than the 5 and 10 kHz in the 8 out of 9 channels irrespec-
tive of the pulse shape (p<0.05) and no statistically significant difference was found between
the 5 and 10 kHz. We also found significant differences of the artefact variability among differ-
ent sampling rates in the synchronized condition, but this was not consistent among channels
and sampling rates, suggesting that higher sampling rate reduces artefact variability only in the
non-synchronized condition.
Phantom: Effects of a sheet between the coil and the EEG electrodes on
the artefact variability
Placing a soft sheet between the coil and the electrodes further reduced pulse variability (Fig 2
right, between green and red). The ANOVA assessing the data acquired with and without the
sheet, while TMS and EEG systems were synchronized, revealed significant main effects of the
sheet (biphasic: F1,1782 = 210, p<0.001; monophasic: F1,1782 = 288, p<0.001) and channel posi-
tions (biphasic: F8,1782 = 22.4, p<0.001; monophasic: F1,1782 = 148, p<0.001), and a significant
interaction among sheet and channel positions (biphasic: F8,1782 = 31.4, p<0.001; monophasic:
F1,1782 = 64.6, p<0.001). Post-hoc comparisons revealed that the variability of the pulse artefact
was smaller for channels 1 and 6 when a sheet was placed between coil and electrodes, regard-
less of the pulse shape (p<0.05). In addition, the sheet significantly reduced the variability of
the monophasic artefact at the channel 3 and 4 and the biphasic artefact at the channel 5
(p<0.05). No significant increase of the artefact variability by placing a sheet was observed for
any channel and pulse shape.
Scalp recordings: Effects of the synchronization on the artefact variability
Confirming the results obtained with the head phantom, the synchronization of the TMS
pulse delivery and the EEG signal acquisition clock drastically reduced inter-trial variability of
the artefact present in human EEG signals. Representative data from a single participant are
shown in Fig 3. In this participant, a significant interaction was found between conditions and
channel positions (biphasic: F62,12474 = 12.4, p<0.001; monophasic: F62,12474 = 4.12, p<0.001).
The reduction in variability was statistically significant for all channels with both the biphasic
and the monophasic pulse (Fig 3 right, between blue and green), but the effect size was largely
different among the channel positions. The ANOVAs separately performed on each individual
data set in non-synchronized and synchronized conditions revealed a significant main effect
of the factor conditions in all participants (biphasic: F1,12474 = 2051−2735, p<0.001; monopha-
sic: F1,12474 = 1890−3122, p<0.001). A significant main effect of the factor channel positions
(biphasic: F62,12474 = 2.76−10.7, p<0.001; monophasic: F62,12474 = 2.42−4.38, p<0.001) and a
significant interaction of the conditions and channel positions (biphasic: F62,12474 = 2.29−12.4,
p<0.001; monophasic: F62,12474 = 2.07−4.12, p<0.001) was also found in all participants. Post-
hoc comparisons revealed that the variability of the pulse artefact was larger for the non-syn-
chronized than the synchronized conditions regardless of the channel locations and the pulse
shapes in all participants, but the level of significance varied among the channel locations in
all participants for both pulse shapes (biphasic: p = 2.2×10−23−2.4×10−31, monophasic: p =
1.0×10−25−3.6×10−32; Fig 4). In addition, the artefact variability was statistically different
among several channels in the both conditions (p<0.05), but the pairs of channels showing the
statistical difference were not consistent across participants. Significant differences were found
in 88−93% (with monophasic) and 69−82% (with biphasic) of the total number of channel
pairs in the non-synchronized condition. This number decreased to 22−71% (with monopha-
sic) and 20−60% (with biphasic) in the synchronized condition.
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Scalp recordings: Effects of a sheet between coil and electrodes on
artefact variability
In contrast to recordings in the head phantom, placing a soft sheet between the coil and the
EEG electrodes did not consistently help to reduce the artefact variability in electrophysiologi-
cal recordings from the scalp. The ANOVAs assessing the data acquired with and without the
Fig 3. Electrodes’ placement and estimation of variability in an explicative human participant. Left
panel: The placement of the electrodes on the EEG cap. The centre of the magnetic coil was located over the
electrode number 1. The locations of the reference and the ground electrodes were shown as R and G,
respectively.Right panel: Distribution of trial-to-trial variability of the pulse artefacts for selected channels.
Those EEG channels were chosen for which the position relative to the coil was similar to the one in the head
phantom experiment. The absolute difference between the amplitude at each trial and the averaged amplitude
over all trials was taken as index of trial-to-trial variability. The number shown at the left bottom of each
box represents the electrode number. The left side of each box represents the results of the biphasic pulse
and the right side (shaded by grey colour) represents the monophasic pulse results. The full line in the plots is
the median. The dashed lines are the 25 and 75 percentiles.
https://doi.org/10.1371/journal.pone.0185154.g003
Fig 4. Comparison of the effects. The channel under the coil for the head phantom and human subjects has
been chosen to show the effects of the synchronization between the TMS and EEG recordings, both with
biphasic and monophasic pulse shape.
https://doi.org/10.1371/journal.pone.0185154.g004
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sheet, while TMS and EEG systems were synchronized, revealed significant main effects of the
sheet (biphasic: F1,12474 = 5.23−1357, p = 0.02− p<0.001; monophasic: F1,12474 = 207−2222,
p<0.001) and channel positions (biphasic: F62,12474 = 2.59−16.6, p<0.001; monophasic:
F62,12474 = 1.44−6.61, p<0.001) in all participants. The sheet effectively reduced artefact vari-
ability for biphasic stimulation in subjects 2, 3 and 4, but increased variability for the biphasic
stimulation in subject 1 and for monophasic stimulation in all participants (Fig 4 right,
between red and green). A significant interaction among sheet and channel positions was
found with the biphasic stimulation (F62,12474 = 2.86−18.3, p<0.001) but not with the mono-
phasic stimulation (F62,12474 = 0.31−1.00, p = 0.48−1.00).
Discussion
We showed that the experimental setting strongly influence trial-to-trial variability of the pulse
artefact in TMS-EEG experiments. Confirming our hypothesis, the lack of synchronized timing
of TMS pulse delivery and EEG signal sampling contributes to the trial-to-trial variability (Fig 5,
upper panel). The dynamics of the pulse artefact has much higher frequency components than
the EEG sampling rate in standard TMS/EEG experiments [4]. If the pulse event occurs in a
random time point between two EEG samples, the first EEG sample after TMS will capture the
pulse artefact at different positions of its dynamics, resulting in large variability in the amplitude
of the pulse artefact (Fig 5, lower panel). By synchronizing the pulse delivery with the EEG sys-
tem clock, the dynamics of the artefact are captured always at the same time and amplitude
position, decreasing drastically the variability of the recorded artefact. This effect was still pres-
ent at higher sampling frequencies, where the temporal distance between two EEG samples is
smaller, suggesting that the drastic reduction of the artefact variability shown in this study can
be achieved only by synchronizing the pulse delivery with the EEG system clock.
We also tested whether placing a thin silicon rubber sheet between the coil and the elec-
trodes can additionally reduce the variability of the pulse artefact, and we obtained inconsis-
tent results between a head phantom and human participants. The sheet helped to reduce the
variability in a head phantom, while effects were inconsistent for recordings from human
scalp. Other possible causes for the inter-trial variability of the artefacts include changes of the
position of the coil with respect to the electrodes during the experiment, changes of the elec-
trode impedance, and heating of the electrodes due to repetitive stimulation. The impact of
these factors on trial-to-trial variability remains to be addressed in future studies.
The present study provided the first empirical evidence that synchronization of TMS deliv-
ery and the clock controlling EEG recordings effectively reduces inter-trial variability of the
pulse artefact in TMS-EEG experiments. This reduction of the artefact variability greatly facili-
tates the creation of an artefact template, which can be subtracted from the noisy EEG signals
to recover the physiological cortical responses immediately after the administration of TMS.
This will be crucial for investigating early brain reactivity during the first few milliseconds
after the stimulation, such as GABAergic inhibition within the stimulated brain area [13]. This
inhibition has been shown so far with the paired pulse stimulation-evoked electromyogram,
but to the best of our knowledge, corresponding EEG fluctuations occurring right after the
first conditioning pulse remain to be shown. However, more studies are needed to fully
recover the early cortical brain response during the first milliseconds after delivery of the TMS
pulse. Please note that this does not only require to clean the stimulus artefact, but also the
muscular artefact which is provoked by a TMS-evoked muscle twitch or caused by direct axo-
nal stimulation of the peripheral nerves supplying the cranial muscles [9]. The muscle artefact
is of physiological origin and shows different timing and shape. Hence, it is unrelated to hard-
ware synchronization and has not been investigated further in this study.
Reduction of TMS pulse artefact variability in EEG data
PLOS ONE | https://doi.org/10.1371/journal.pone.0185154 September 21, 2017 7 / 10
Supporting information
S1 File. Influence of syncronization on the artefact variability (head phantom). The data
are composed by 3-dimentional matrices with 100 trials and 9 channels (trials X time X chan-
nel).
(ZIP)
S2 File. Sampling frequency rate impact on the synchronization (head phantom). The data
are composed by 3-dimentional matrices with 100 trials and 9 channels (trials X time X chan-
nel).
(ZIP)
Fig 5. Effects of synchronization. Upper panel: The first two rows show an overlay of 100 traces of the TMS
pulse artefact (left column: biphasic pulse, right column: monophasic pulse). There is a large difference in
inter-trial variability between the non-synchronized (first row) and non-synchronized (second row) recording
condition, showing a marked reduction in variability when the TMS pulse was synchronized with the onset of
EEG sampling. The third row shows the mean (line) and the standard deviation (shadow) of the pulse artefact
that is superimposed for the non-synchronized (red) or synchronized (blue) conditions. Lower panel:
Schematic illustration of how the pulse artefact varies in the recorded signal in case of under-sampling. TMS
pulse falling in two different time points within a sampling interval (blue and red arrows in the schema) will be
measured with different amplitudes at the first data sampling point following the TMS pulse. The pulse
artefacts in the non-synchronized condition become strongly variable as shown by the different signal
amplitudes.
https://doi.org/10.1371/journal.pone.0185154.g005
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S3 File. Syncronization and artefact variability in 4 human subjects. The data are composed
by 3-dimentional matrices with 100 trials and 63 channels (trials X time X channel).
(ZIP)
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